© Widely Tunable Mode-Hop-Free External-Cavity Quantum 
Cascade Laser 

This technology is suitable for spectroscopic applications, multi-species trace-gas detection, and 
measurements of broadband absorbers. 
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The external-cavity quantum cascade 
laser (EC-QCL) system is based on an 
optical configuration of the Littrowtype. 
It is a room4emperature, continuous- 
wave, widely tunable, mode-hop -free, 
midTnfrared, EC-QCL spectroscopic 
source. It has a single-mode tuning 
range of 155 cm -1 (»8% of the center 
wavelength) with a maximum power of 
11.1 mW and 182 cm -1 («15% of the 
center wavelength), and a maximum 
power of 50 mW as demonstrated for 5.3 
micron and 8.4 micron EC-QCLs, re- 
spectively This technology is particularly 
suitable for high -resolution spectro- 
scopic applications, multnspecies trace- 
gas detection, and spectroscopic meas- 
urements of broadband absorbers. 

Wavelength tuning of EC-QCL spec- 
troscopic source can be implemented by 
varying three independent parameters 
of the laser: (1) the optical length of the 
gain medium (which, in this case, is 
equivalent to QCL injection current 
modulation), (2) the length of the EC 
(which can be independently varied in 
the Rice EC-QCL setup), and (3) the 
angle of beam incidence at the diffrac- 
tion grating (frequency tuning related 


directly to angular dispersion of the grat- 
ing) . All three mechanisms of frequency 
tuning have been demonstrated and are 
required to obtain a true mode-hop-free 
laser frequency tuning. 

The precise frequency tuning charac- 
teristics of the EC-QCL output have been 
characterized using a variety of diagnos- 
tic tools available at Rice University (e.g., 
a monochromator, FTIR spectrometer, 
and a Fabry-Perot spectrometer). Spec- 
troscopic results were compared with 
available databases (such as HITRAN, 
PNNL, EPA, and NIST). These enable 
precision verification of complete spec- 
tral parameters of the EC-QCL, such as 
wavelength, tuning range, tuning charac- 
teristics, and line width. 

The output power of the EC-QCL is 
determined by the performance of the 
QC laser chip, its operating conditions, 
and parameters of the QC laser cavity 
such as mirror reflectivity or intracavity 
losses. In order to maximize the output 
power, an analysis and optimization of 
the EC laser parameters has been per- 
formed. The parameters of the beam 
emitted from the gain medium, such as 
divergence angle, beam profile, and 


astigmatism, have been investigated. 
The gain medium has been fully charac- 
terized before and after each stage of 
modification. The main modification 
steps are coating one facet of the gain 
chip with a high reflectivity mirror and 
the other facet with an an tk-e flection 
layer. Then the chip is mounted in the 
EC-QCL. The optomechanical design 
has been reviewed and improved to pro- 
vide for precise collimation of the 
strongly divergent beam of the QCL and 
the tuning diffraction grating. 

This work was done by Gerard Wysocki 
Robert F. Curl [ and Frank K. Tittel of Rice 
University for Johnson Space Center. Fur- 
ther information is contained in a TSP (see 
page 1). 

In a ccordan ce wi th Public Law 96-51 7, 
the contractor has elected to retain title to 
this invention. Inquiries concerning 
rights for its commercial use should be ad- 
dressed to: 

Rice University 

6100 Main St. 

Houston , TX 77005 

Refer to MSC-24486-1 , volume and num- 
ber of this NASA Tech Briefs issue, and the 
page number. 


© Non-Geiger-Mode Single-Photon Avalanche Detector With Low 
Excess Noise 

Applications include quantum key distribution for the financial industry and photon-starved 
optical communications needs. 

NASA’s Jet Propulsion Laboratory, Pasadena, California 


This design constitutes a self-resetting 
(gain quenching), room-temperature 
operational semiconductor single -pho- 
ton -sensitive detector that is sensitive to 
telecommunications optical wave- 
lengths and is scalable to large areas 
(millimeter diameter) with high band- 
width and efficiencies. 

The device can detect single photons 
at a 1,550mm wavelength at a gain of 1 x 
10 6 . Unlike conventional single photon 
avalanche detectors (SPADs), where 
gain is an extremely sensitive function to 
the bias voltage, the multiplication gain 


of this device is stable at 1 x 10 6 over a 
wide range of bias from 30.2 to 30.9 V 
Here, the multiplication gain is defined 
as the total number of charge carriers 
contained in one output pulse that is 
triggered by the absorption of a single 
photon. The statistics of magnitude of 
output signals also shows that the device 
has a very narrow pulse height distribu- 
tion, which demonstrates a greatly sup- 
pressed gain fluctuation. From the his- 
tograms of both pulse height and pulse 
charge, the equivalent gain variance (ex- 
cess noise) is between 1.001 and 1.007 at 


a gain of 1 x 10 6 . With these advantages, 
the device holds promise to function as 
a PMTTike photon counter at a 1,550- 
nm wavelength. 

The epitaxial layer structure of the de- 
vice allows photons to be absorbed in 
the InGaAs layer, generating electron/ 
hole (e-h) pairs. Driven by an electrical 
field in InGaAs, electrons are collected 
at the anode while holes reach the mul- 
tiplication region (InAlAs p4m struc- 
ture) and trigger the avalanche process. 
As a result, a large number of e-h pairs 
are created, and the holes move toward 
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